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Inspection Service, 10383 North Execu-
tive Hills Blvd., Kansas City, MO 64153–
1394. Copies may be inspected at the
above address or at the Office of the
Federal Register, 800 North Capitol
Street, NW., 7th Floor, Suite 700, Wash-
ington, DC 20408.

(b) Tolerances—(1) NIRS wheat protein
analyzers. The maintenance tolerances
for the NIRS analyzers used in per-
forming official inspections for deter-
mination of wheat protein content
shall be ±0.15 percent mean deviation
from the national standard NIRS in-
struments, which are referenced and
calibrated to the Combustion method,
AOAC International Method 992.23.

(2) NIRS soybean oil and protein ana-
lyzers. The maintenance tolerances for
the NIRS analyzers used in performing
official inspections for determination
of soybean oil shall be ±0.20 percent
mean deviation from the national
standard NIRS instruments, which are
referenced and calibrated to the FGIS
solvent oil extraction method; and for
determination of protein content shall
be ±0.20 percent mean deviation from
the national standard NIRS instru-
ments, which are referenced and cali-
brated to the Combustion method,
AOAC International Method 992.23.

(3) NIRS corn oil, protein, and starch
analyzers. The maintenance tolerances
for the NIRS analyzers used in per-
forming official inspections for deter-
mination of corn oil shall be ±0.20 per-
cent mean deviation from the national
standard NIRS instruments, which are
referenced and calibrated to the FGIS
solvent oil extraction method; for de-
termination of protein content shall be
±0.30 percent mean deviation from the
national standard NIRS instruments,
which are referenced and calibrated to
the Combustion method, AOAC Inter-
national Method 992.23; and for deter-
mination of starch content shall be
±0.35 percent mean deviation from the
national standard NIRS instruments,
which are referenced and calibrated to
the Starch method, Corn Refiners As-
sociation Method A–20.

[63 FR 35505, June 30, 1998]

§ 801.8 Tolerances for sieves.
The maintenance tolerances for

sieves used in performing official in-
spection services shall be:

(a) Thickness of metal: ±0.0015 inch.
(b) Accuracy of perforation: ±0.001

inch from design specification.
(c) Sieving accuracy:

Sieve description
Tolerance

Direct comparison Sample exchange

.064×3⁄8 inch oblong ........................ ±0.2 percent, mean deviation from standard
sieve using wheat.

±0.3 percent, mean deviation from standard
sieve using wheat

5⁄64×3⁄4 inch slotted .......................... ±0.3 percent, mean deviation from standard
sieve using barley.

±0.5 percent, mean deviation from standard
sieve using barley

55⁄64×3⁄4 inch slotted ........................ ±0.5 percent, mean deviation from standard
sieve using barley.

±0.7 percent, mean deviation from standard
sieve using barley

6⁄64×3⁄4 inch slotted .......................... ±0.7 percent, mean deviation from standard
sieve using barley.

±1.0 percent, mean deviation from standard
sieve using barley

§ 801.9 Tolerances for test weight
apparatuses.

The maintenance tolerances for test
weight per bushel apparatuses used in
performing official inspection services
shall be:

Item Tolerance

Beam/scale accuracy .... ±0.10 pound per bushel deviation
at any reading, using test
weights

Overall accuracy ........... ±0.15 pound per bushel, mean de-
viation from standard test weight
apparatus using wheat

§ 801.10 Tolerance for dividers.

The maintenance tolerance for divid-
ers used in performing official inspec-
tion services shall be ±1.0 percent,
mean deviation from target value using
wheat.

§ 801.11 Related design requirements.

(a) Suitability. The design, construc-
tion, and location of official sampling
and inspection equipment and related
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